
Odyssey® P.A.R. Wiper
Control Test

The Odyssey® P.A.R. Wiper was tested for six month in our photobioreactor with a wiping interval of 12 hrs.  
The below images show the difference between an Odyssey® P.A.R logger with a wiper, on the left, and one 
without a wiper, on the right.
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